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SUPERHIGH- PRESSURE  MERCURY  LAMPS 
OF  THE  TYPE  DRSh  TU  16-535.281-69 
Installation  and  Operating  Instructions 


1.  Purpose  and  Lamp  Construction 

Spherical  mercury-quartz  lamps  of  superhigh  pressure  are  powerful 
concentrated  sources  of  radiation  in  the  visible  and  ultraviolet  regions 
of  the  spectrum. 

The  lamps  are  intended  for  use  in  optical  instruments  and  laboratory 
work. 

The  drawing  (Fig.  1)  shows  the  construction  and  basic  dimensions 
of  these  lamps. 
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KEY:  (a)  Dimensions,  mm  (b)  DRSh 
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Fig.  1. 


11.  Basic  Electrical  and  Light  Parameters  of  Lamps 

When  a  lamp  is  connected  to  an  electrical  network  (starting  period), 
its  electrical  and  light  parameters  change  and  then,  after  about  10—15 
nin,  they  acquire  the  values  indicated  in  Table  1. 


Lamp  type 


code 


DRSh  250-3 
DRSh  500M 


Lamp 

capacity 

h  ■  -  ■■■!■  . 

rated 


Lamp  voltage 


rated  ;  max  min 


Luminous 

flux 

rated  min 


,12500  10,000 
22500  18,000 


Table  1 


Brightness  in 
center  of  dis- 
charge  column 
min 


III.  Connecting  Lamp  to  a  Network  of  Alternating  Current 

The  lamps  are  designed  to  operate  on  an  alternating  current  and 
are  connected  in  sequence  with  a  choke  to  the  network  with  a  voltage 
of  127  V  for  the  DRSh  250-3  lamps  and  220  V  for  the  DRSh  500M  lamps 
in  accordance  with  a  diagram  shown  in  Fig.  2. 

The  lamps  are  ignited  by  means  of  an  inductor  with  a  spark  length 
of  15—20  mm,  activated  by  a  button  switch  "K"  for  a  brief  period  of 
time  (not  over  1  min).  After  an  arc  discharge  develops  between  the 
current-carrying  electrodes,  the  inductor  cuts  off. 

The  lead  from  the  inductor  is  connected  to  the  base  of  the  start¬ 
ing  electrode. 

A 

_ _ _ 


UPw-soon 

Fig.  2 

A  -  choke;  «/l  -  lamp;  K  -  button  switch;  vt  -  inductor  for  ignition 
with  a  spark  length  of  15—20  mm;  C\  -  capacitor  for  shunting  the  tube 
with  a  capacity  of  0.05  pF  for  an  operating  voltage  of  at  least  250  V; 
C2  and  C3  -  capacitors  for  blocking  the  network  to  the  ground  with  a 
capacity  of  0.5  pF,  for  an  operating  voltage  of  at  least  250  V. 

KEY:  (a)  127  V  for  the  DRSh  250-3  lamps  and  220  V  for  the  DRSh-500M 

lamps. 


IV.  Electrical  Parameters  of  the  Choke 
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V.  Radio  Interferences 

Just  as  most  of  the  gas-discharge  tubes,  in  the  absence  of  approp¬ 
riate  protective  means,  superhigh-pressure  mercury-quartz  lamps  can  be 
a  source  of  radio  interferences. 

To  reduce  the  radio  interferences  caused  by  high-frequency  radiation 
of  the  DRSh  lamps,  it  is  necessary  to  connect  the  capacitor  Ci  with  a 
capacity  of  0.05  pF  in  parallel  to  the  lamp  (Fig.  2). 

To  limit  the  radio  interferences  of  the  network  to  which  the  lamps 
are  connected,  it  is  necessary  to  block  the  network,  using  the  capaci¬ 
tors  C2  and  C3  with  a  capacity  of  0.5  pF  each  (Fig.  2).  As  a  rule, 
these  capacitors  should  be  placed  right  next  to  the  mounting  with  the 
lamps . 

The  housing  of  the  mounting  must  be  grounded  and  the  electrical 
connections  must  ensure  a  reliable  contact. 

The  blocking  of  the  network,  grounding  of  the  mounting,  and  re¬ 
liable  contacts  of  electrical  connections  must  be  accomplished  during 
the  installation  of  the  lamps  by  the  consumer  or  the  installation 
department,  which  are  responsible  directly  to  the  State  Radio  Inspection 
for  not  adhering  to  the  recommended  measures  for  reducing  radio  inter¬ 
ferences,  according  to  the  regulations  in  effect. 

VI.  Operating  Conditions 

Normal  operating  position  of  a  lamp  is  vertical  -  the  starting 
electrode  is  on  top  (maximum  permissible  deviation  from  vertical  posi¬ 
tion  is  10°). 

The  lamp  is  attached  to  the  mounts  or  bases  of  the  current-carry¬ 
ing  electrodes. 

Normal  ignition  and  build-up  of  a  lamp  occurs  at  a  temperature  of 
the  ambient  air  not  lower  than  +15°C  and  at  a  voltage  of  the  network 
not  lower  than  115  V  for  the  DRSh  250-3  lamps  and  200  V  for  the  DRSh 
500  M  lamps. 

The  lamp  can  operate  in  a  confined  space  (housing),  provided  that 
the  dimensions  of  the  housing  and  its  conditional  ventilation  are  such 
that  the  air  temperature  does  not  exceed  250°C  at  6  cm  from  the  sides 
(under  stabilized  conditions).  After  the  lamp  is  shut  off,  it  can  be 
re-ignited  again  after  6  min. 


U 


The  quarz  glass  of  Che  bulb  of  Che  lamp  easily  loses  ics  trans- 
parency  when  ics  surface  is  soiled.  In  view  of  Chis  face,  when  Che 
bulb  gees  soiled  (for  example,  when  ie  is  handled  by  hands,  when  iC 
geCs  duscy,  ecc.),  ic  is  necessary  Co  wipe  iC  wich  coCCon  wecced  wieh 
alcohol  before  Che  ignicion. 

VII.  Safety  Measures  to  be  Observed  when  Working  with  the  Lamp 

Protective  measures  must  be  taken  to  protect  the  personnel,  equip¬ 
ment,  and  combustible  material  close  to  the  lamp  in  case  it  explodes. 

Personnel  working  with  the  lamp  must  also  be  protected  from  the  ef¬ 
fect  of  strong  ultraviolet  radiation  emitted  by  the  lamp. 
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